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Postoperative Spinal CT: What the 
Radiologist Needs to Know
During the past 2 decades, the number of spinal surgeries per-
formed annually has been steadily increasing, and these procedures 
are being accompanied by a growing number of postoperative 
imaging studies to interpret. CT is accurate for identifying the loca-
tion and integrity of implants, assessing the success of decompres-
sion and intervertebral arthrodesis procedures, and detecting and 
characterizing related complications. Although postoperative spinal 
CT is often limited owing to artifacts caused by metallic implants, 
parameter optimization and advanced metal artifact reduction 
techniques, including iterative reconstruction and monoenergetic 
extrapolation methods, can be used to reduce metal artifact sever-
ity and improve image quality substantially. Commonly used and 
recently available spinal implants and prostheses include screws and 
wires, static and extendable rods, bone grafts and biologic materi-
als, interbody cages, and intervertebral disk prostheses. CT assess-
ment and the spectrum of complications that can occur after spinal 
surgery and intervertebral arthroplasty include those related to the 
position and integrity of implants and prostheses, adjacent segment 
degeneration, collections, fistulas, pseudomeningoceles, cerebrospi-
nal fluid leaks, and surgical site infections. Knowledge of the nu-
merous spinal surgery techniques and devices aids in differentiating 
expected postoperative findings from complications. The various 
types of spinal surgery instrumentation and commonly used spinal 
implants are reviewed. The authors also describe and illustrate nor-
mal postoperative spine findings, signs of successful surgery, and 
the broad spectrum of postoperative complications that can aid ra-
diologists in generating reports that address issues that the surgeon 
needs to know for optimal patient management.
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After completing this journal-based SA-CME 
activity, participants will be able to:
 ■Describe the technical challenges, and 
related solutions, of performing postop-
erative spinal CT in patients with metal 
implants.
 ■List the different categories of spinal 
surgery and the various instrumentations 
and implants used in spinal procedures.
 ■ Identify normal and abnormal findings 
at postoperative spinal CT.
See rsna.org/learning-center-rg.
SA-CME LEARNiNg ObjECTivES
introduction
Owing to innovations in surgical techniques and devices, the fre-
quencies of spinal surgery procedures have been increasing steadily 
during the past decades. Between the years 2004 and 2015, the num-
ber of elective spinal surgeries performed to achieve lumbar fusion 
reportedly increased from 122 679 to 199 140 (1). This amounted to 
a 177% increase in total hospital costs, with more than $10 billion 
in hospital costs in 2015 (1). Similarly, the total number of cervi-
cal spine surgeries performed reportedly increased from 27 061 to 
34 582 between the years 2001 and 2013, with a 64% increase in 
costs (2). The highest rate of increase in the volume of spinal surgery 
procedures occurred among individuals aged 65 years or older (1). 
With a prevalence of 23% (3), neck pain and lower back pain are the 
two main indications for spinal surgery, and the prevalence is likely 
to increase owing to the growing population of elderly persons.
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spinal implants. We further describe and illustrate 
normal postoperative findings, signs of success-
ful surgery, and a wide spectrum of common and 
less common postoperative complications, which 
can aid radiologists in generating reports that 
address issues that the surgeon needs to know for 
optimal patient management.
Imaging Modalities
Radiography is the primary modality used for im-
mediate postoperative assessment and long-term 
follow-up after spinal instrumentation surgery. 
Although radiography has limitations, it often can 
be used to determine the position of the implant 
and progression of osseous fusion, and to diagnose 
with certainty complications such as fractures and 
adjacent segment degeneration (4). A compari-
son of follow-up radiographic findings to baseline 
postoperative radiographic findings is important 
for detecting changes in device position and loss 
of implant fixation. US can be used to detect 
and characterize superficially located collections; 
however, accurate characterization of the depth of 
involvement is often difficult or not possible with 
this modality.
Radionuclide imaging, including technetium 
99m medronate bone scintigraphy, can be used 
to diagnose osteomyelitis. However, the high 
sensitivity of this modality often interferes with 
identification of the specific underlying abnor-
mality. Gallium 67 scintigraphy has higher speci-
ficity than does triple-phase bone scanning. Thus, 
these two examinations are often combined (5). 
Labeled leukocyte scintigraphy and fluorine 18 
fluorodeoxyglucose PET/CT may be used to suc-
cessfully diagnose spinal infection.
In the postoperative setting, MRI is used pri-
marily to visualize spinal canal patency and nerve 
root compression, and, importantly, to detect and 
characterize collections and infections (6). How-
ever, artifacts from metallic implants may limit 
the usefulness of MRI in their immediate vicinity.
After spinal instrumentation surgery, common 
indications for CT include characterization of the 
integrity and position of the implant, visualiza-
tion of the presence and progression of osseous 
fusion, and diagnosis of complications such as 
peri-implant osteolysis, radiographically occult 
fractures, and soft-tissue collections (4). CT 
depicts osseous structures with high detail, and 
high-spatial-resolution isotropic datasets enable 
capability for multiplanar reformations, which 
can improve the evaluation of implant position 
and alignment, and osseous fusion. Ultimately, 
multiplanar reformation capability facilitates im-
proved assessment of the success of the surgery. 
CT myelography is an invasive examination that 
serves as an alternative to MRI in evaluations of 
The increasing numbers of spinal surgeries 
are resulting in increasing numbers of postopera-
tive imaging studies for radiologists to interpret. 
Knowledge of the initial clinical manifestations 
and imaging characteristics of the preoperative 
spinal abnormality (or abnormalities), type of 
surgery performed, and length of time since sur-
gery is helpful for accurately interpreting a post-
operative spinal imaging study. This knowledge is 
also helpful for subsequent patient management. 
In addition, having an understanding of spinal 
surgery techniques, approaches, and devices aids 
in differentiating expected postoperative findings 
from abnormalities and complications.
CT is accurate for identifying the location 
and integrity of implants, assessing the success 
of decompression and intervertebral arthrodesis, 
and detecting and characterizing complications. 
Used in conjunction with radiography, CT is 
a powerful problem-solving tool for detecting 
radiographically occult abnormalities and char-
acterizing suspected abnormalities.
In this article, we review various types of spinal 
surgery procedures and describe commonly used 
TEAChiNg POiNTS
 ■ An interbody graft is accurately positioned when the distance 
between the radiopaque marker of the posterior graft margin 
and the posterior vertebral body margin is 2 mm or greater. 
When the interbody graft is placed closer than 2 mm to the 
posterior margin of the endplate, there is an increased risk of 
posterior migration into the spinal canal, with mass effect on 
the ventral thecal sac.
 ■ The clinical importance of variant implant positioning is usu-
ally unknown. Screws may breach the osseous cortex and 
even come in contact with the thecal sac, neural elements, 
or paraspinal structures, causing symptoms or adverse clini-
cal outcomes. Although pedicle screw breaches have been 
reported in up to 5.1% of cases, neurologic symptoms occur 
with a frequency of less than 0.2%.
 ■ Circumferential peri-implant osteolysis around spinal implants 
larger than 2 mm suggests implant loosening. However, to di-
agnose implant loosening with certainty, a change in the posi-
tion of the implant must be demonstrated at serial imaging.
 ■ The pattern of peri-implant osteolysis can help differentiate an 
infectious cause from a mechanical loosening–related cause. 
With mechanical loosening of a screw, the osteolysis may be 
more prominent along the distal tip owing to a pivot point 
around which the screw moves, whereas infectious osteolysis 
is often more diffuse.
 ■ Adjacent segment disease is the development or progression 
of motion segment degeneration directly above and below 
a spinal instrumentation construct. In adjacent segment dis-
ease, the degeneration is accelerated secondarily to the sum-
mation of forces and resultant increased transmission of the 
biomechanical load from the instrumentation-managed and 
immobilized spinal segments. These segments act as a lever 
arm and exert torque forces at the levels of the adjacent na-
tive motion segments above and below the instrumentation 
construct.
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x-ray beam to penetrate a structure, and the tube 
current corresponds to the number of photons 
that reach the detectors to produce the CT im-
age. Use of a higher peak voltage and higher tube 
current results in fewer artifacts (10). However, 
the quadratic relationship between increasing 
peak voltage and increasing radiation dose should 
be carefully considered. In addition, the use of 
higher peak voltages leads to decreased contrast 
resolution on CT images, which can interfere 
with the detectability of soft-tissue processes. 
Patient motion during image acquisition 
causes additional artifacts but is minimized ow-
ing to the high speed of data acquisition achieved 
with current multidetector CT scanners (9). 
Acquiring CT data with use of a low pitch can 
decrease the severity of implant-related artifacts, 
whereas the use of smooth reconstruction kernels 
facilitates a decrease in noise. High-spatial-reso-
lution datasets with an isotropic voxel size equal 
to or less than 0.75 3 0.75 3 0.75 mm3 yield 
high image detail and enable three-dimensional 
postprocessing (12,13).
Metal implant–induced CT artifacts can 
be further minimized by using advanced tech-
niques, including metal artifact reduction 
reconstruction algorithms and dual-energy data 
acquisition with virtual monoenergetic ex-
trapolation postprocessing (14). Although many 
vendors have their own proprietary reconstruc-
tion algorithms and metal artifact reduction 
software, many use projection completion. With 
projection completion, inaccurate or missing 
x-ray projections are replaced by interpolations 
from adjacent projections (14). Dual-energy CT 
images can be acquired by using several differ-
ent methods, most of which involve the use of 
specialized CT scanner systems (Fig 2) (14,15).
On the basis of the CT datasets acquired with 
different tube energies, several calculations can 
be performed to determine the differential mass 
densities of the base materials. When the differ-
the spinal canal and nerve roots when infection, 
fibrosis, or impingement is suspected. Further-
more, it can be used to determine the location of 
postoperative cerebrospinal fluid leaks (4).
CT Techniques and Protocols
In the presence of metallic implants, CT evalu-
ation of the spine is limited by implant-related 
artifacts. When the x-ray beam traverses high- 
attenuation implants, photon starvation, beam 
hardening, and beam scattering occur and 
manifest as dark and bright bandlike or streaklike 
artifacts on CT images. These artifacts limit the 
visibility of the implant and surrounding struc-
tures (7). The severity of artifacts depends on 
fixed and modifiable variables. Fixed variables are 
based on the inherent properties of the implant, 
including the composition and geometric features 
of the metal. The higher the density of the metal, 
the more artifacts will be produced (8). Hence, 
titanium, which is less dense than stainless steel, 
causes less x-ray attenuation and fewer artifacts 
(9). Polyetheretherketone is a material commonly 
used for interbody grafts and has many useful 
properties, including the feature that it causes 
minimal artifacts on CT images (4). The thicker 
the implant, the higher the attenuation and the 
greater the artifact severity.
Improvement of the image quality and diag-
nostic accuracy of postoperative spinal CT is 
mainly dependent on the modifiable variables, 
which are related to the CT techniques, param-
eters, and protocols used. Several modifiable 
variables can be optimized to improve CT image 
quality in the presence of spinal implants. Per-
forming imaging perpendicular to the implant, 
with the x-ray beam traversing the smallest cross 
section, reduces the severity of artifacts (10). 
Image acquisition factors that reduce artifact 
severity include high peak voltage, high tube cur-
rent, narrow collimation, and thin sections (11). 
The peak voltage (Fig 1) affects the ability of an 
Figure 1. Metal artifact re-
duction at CT of a 62-year-old 
woman who underwent poste-
rior spinal instrumentation sur-
gery at the L3–S1 vertebral body 
level with pedicle screws, verti-
cal rods, midline decompression, 
and posterolateral bone graft 
placement. Axial CT images at 
the level of the L3 vertebral body 
at 100 keV (a) and 140 keV (b) 
show increased metal artifact se-
verity and contrast resolution at 
100 keV, with decreased metal ar-
tifact severity and contrast resolu-
tion at 140 keV.
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ential mass densities are combined with the mass 
attenuation coefficients, virtual monoenergetic im-
ages can be created (14). The acquisition of virtual 
monoenergetic images at higher energies reduces 
the severity of high-attenuation beam-hardening 
artifacts (Fig 1), but it does not account for other 
causes of artifacts such as scattering (16).
Iterative and monoenergetic CT techniques 
can be used to substantially reduce spine im-
plant– and prosthesis-induced metal artifacts and 
improve the visibility of bone, soft tissues, and 
pathologic processes (17–19). The use of three-
dimensional postprocessing with multiplanar 
and curved reformations, as well as volume and 
cinematic rendering techniques, can further de-
crease the severity of streak artifacts by averaging 
the axial data in reformation planes in which true 
signal and random artifacts are balanced (14,20).
Spinal Instrumentation Techniques
Familiarity with the indications for a given 
spinal surgery, types of procedures performed, 
and goals of the surgical intervention aids in 
the accurate interpretation of postoperative CT 
findings. The main types of spinal surgery in-
clude decompression, fixation, stabilization and 
fusion, deformity correction, and lesion excision 
and débridement (10,15,21–23).
Decompression is mainly performed to mini-
mize mass effects by means of herniated disk 
material removal or to relieve spinal or neurofo-
raminal stenosis. Decompression can be achieved 
by performing a laminotomy, sequestrectomy, 
or (optional) nucleotomy if the annulus defect 
is surgically accessible. Unilateral laminotomy 
involves the removal of a portion of the lamina to 
gain access for stepwise removal of disk fragments 
in the setting of a herniated disk (23). Midline 
laminotomy, which includes the removal of the 
caudal part of the upper lamina and the cranial 
part of the lower lamina, is the standard procedure 
for surgical treatment of spinal stenosis.
Laminectomy involves the complete removal of 
the lamina, and it can be unilateral, with removal 
of one lamina, or bilateral, with removal of both 
laminae and the spinous process. Rarely, this pro-
cedure is used in extensive midline decompression 
procedures to relieve spinal canal stenosis.
A partial facetectomy is indicated when an 
exiting nerve root is compressed. The goal is to re-
move only enough of the facet joint to decompress 
the nerve root without causing segmental instabil-
ity, which may result in anterior subluxation (23). 
Laminectomy and facetectomy are usually accom-
panied by instrumentation for fixation.
Stabilization is performed to achieve osseous 
spinal fusion when there is suspected or proven 
instability as a result of degenerative disk disease, 
spondylolysis with spondylolisthesis, trauma, infec-
tion, and/or malignancy. In this setting, the goals 
of spinal implants are to (a) immobilize the mo-
tion segment to allow osseous fusion, (b) maintain 
or restore alignment, and (c) enable the ability to 
adequately address biomechanical forces after the 
removal of a portion of the spine.
Many published and nonpublished surgical 
approaches and spinal instrumentation systems 
are based on the clinical scenario, local expertise, 
practice preferences, and current abnormalities. 
In this review, we describe the concepts that are 
most pertinent for the interpretation of postop-
erative CT findings.
There are multiple anterior and posterior 
surgical approaches to the cervical spine, depend-
ing on the underlying abnormality and level of 
involvement (24). The classic approach for the 
cervical spine is the Smith-Robinson anterior 
approach, which is used for anterior access to 
the C2–T1 cervical spine level in several proce-
dures, including anterior cervical discectomy and 
fusion (ACDF), anterior cervical corpectomy 
and fusion, and cervical disk replacement. A 
transoral approach is needed to access the clivus 
and the C1 and C2 vertebral bodies (25). The 
posterior approach, which is less preferred, may 
be performed for laminoplasty, laminectomy, 
and posterior instrumentation. Posterior cervical 
spinal instrumentation involves placing lateral 
Figure 2. Drawings illustrate dual-energy CT (DECT) acquisition techniques, including dual-source dual-energy CT with two x-ray 
tubes and two detectors (far left), single-source dual-energy CT with fast tube energy switching (second from left), single-source 
detector-based spectral CT (third from left), and single-source dual-energy CT with split x-ray beam technology (far right).
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mass screws in the C3–C7 vertebral bodies and 
transpedicular screws in the C2 vertebral body 
with vertical rods bilaterally (24,25). In certain 
clinical scenarios, a combined anterior and poste-
rior approach may be performed. Advancements 
in patient-specific instrumentation and naviga-
tion techniques enable the placement of pedicle 
screws in the C3–C6 vertebral bodies (26).
ACDF is the most commonly used technique 
for the surgical treatment of central and foraminal 
stenoses (27) (Fig 3). It involves removal of the in-
tervertebral disk (discectomy) and placement of an 
interbody cage or tricortical bone graft to restore 
neural foraminal height, maintain the cervical 
lordosis, and promote intervertebral arthrodesis 
(4). An anterior plate with unicortical or bicortical 
screws can be added at multilevel ACDF, in cases 
of traumatic lesions, and when only a tricortical 
bone graft, rather than a titanium, polyetherether-
ketone, or carbon cage, is placed to improve the 
promotion of osseous fusion. In anterior cervical 
corpectomy and fusion, one or more vertebral 
bodies are resected (Fig 4) (10). An interbody 
cage with bone graft material is most commonly 
used to replace the resected vertebral bodies (28). 
Resection of more than two vertebral bodies often 
requires additional posterior stabilization.
Disk replacement is performed to maintain 
physiologic segmental motion in younger patients 
who do not have degenerative facet or uncover-
tebral arthrosis (Figs 5, 6) (4). Most implants 
have a ball-and-socket design, with the superior 
and inferior base plates of the prosthesis secured 
to the vertebral body above and below by keels, 
spikes, or screws. However, the number of differ-
ent designs is increasing.
There are various basic approaches and tech-
niques for lumbar spinal surgery (Fig 7). However, 
many variations and individual techniques and ap-
proaches exist (9,29). Recognition of the surgical 
approach used enables the radiologist to predict 
the sites of surgical dissection changes in both 
the body wall and the surgical bed. Evaluation of 
paraspinal anatomic structures such as the psoas 
muscle and abdominal vasculature is helpful for 
determining the surgical approach (23,29).
Figure  3.  ACDF in a 62-year-old 
woman who underwent cervical spi-
nal instrumentation extending from 
the C3 to C5 motion segments, in-
cluding C3–C4 and C4–C5 discecto-
mies with interbody graft placements, 
and anterior plate and screw fixation. 
Sagittal CT image shows the vertebral 
anatomy after successful intervertebral 
arthrodesis, as indicated by solid osse-
ous bridging through (*) and around 
(arrows) the interbody grafts.
Figure 4. Fistula in a 66-year-old woman who underwent posterior cervicothoracic instrumentation 
including C5–T1 corpectomies with interbody graft placement, C4–T2 anterior plate and screw fixation, 
and posterior C2–T5 pedicle screw and rod fixation. Sagittal CT image of the cervical spine enhanced 
with oral iodine–based contrast material (a) and axial CT myelography image of the cervical spine (b) 
show a fistula (arrow) between the esophagus and interbody graft. There is mature osseous bridging 
across the posterolateral bone graft site (arrowheads in a).
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Figure  5.  Lumbar intervertebral disk replace-
ment in a 48-year-old man who underwent the 
procedure because of back pain related to disk 
degeneration of the L4-L5 motion segment. 
Sagittal CT image shows accurate placement 
and anchoring of the disk prosthesis within the 
endplates and successful osseous integration, as 
indicated by the extension of cancellous bone to 
the implant surfaces (arrows) without sclerosis or 
osteolysis. The anatomic alignment of the lum-
bar spine is preserved. Dark (white *) and bright 
(black *) metal artifacts are seen.
Figure  6.  Cervical intervertebral disk replace-
ment in a 51-year-old man who underwent the 
procedure because of back pain related to disk 
degeneration of the C4-C5 motion segment. Sag-
ittal CT image shows variant placement of the disk 
prosthesis, with the implant margins (arrowhead) 
anteriorly positioned approximately 3 mm from 
the endplates. Consequently, there is nonana-
tomic alignment with mild posterior angulation of 
the superoinferior implant axes, a disproportional 
anterior opening, and mild segmental lordosis 
(lines). A small area of subcortical osteolysis (ar-
row) also is seen.
A posterior approach is most common and en-
ables access to the posterior elements, spinal canal, 
and disk (23). Laminotomy, laminectomy, facetec-
tomy, and discectomy, along with pedicle screw 
and rod fixation, may be performed according to 
the indication for and intent of the surgery (23). 
Anterior approaches are used primarily to access 
the lumbosacral junction. Indications for lateral 
approaches include discectomy with interbody 
graft placement when there is no need for poste-
rior decompression and when indirect posterior 
decompression is intended through the following 
distraction of the posterior elements (29).
Spinal Instrumentation  
and Implant Nomenclature
Spinal fixation can be accomplished by using a 
variety of implants (21,22,30,31). There are many 
different instrumentation systems, devices, im-
plants, and individualized constructs. We provide 
an overview of the most commonly used spinal 
implants and devices that are most relevant in the 
interpretation of postoperative spinal CT findings.
Screws and Wires
Screws are used for various purposes in spinal sur-
gery, from fracture fixation to surgery for osseous 
spinal fusion (Fig 3). Single screws can provide sta-
bility and compression for the healing of fractures, 
such as unilateral pars fracture; however, they are 
rarely indicated. Pairs of transpedicular, translami-
nar, and transarticular screws serve as anchors for 
posterior connecting rods in posterior spinal fixa-
tion constructs to achieve osseous spinal fusion and 
intervertebral arthrodesis (25). Screws are used to 
fix plates to vertebral osseous elements to provide 
stability for osseous spinal fusion, such as that in 
ACDF procedures (21). Although wires placed in 
the sublaminar position are now used less com-
monly than screws, they can provide stability for 
fracture fixation (32) and deformity correction (33).
Plates
When used together with screws, plates pro-
vide stability and induce compression in spinal 
constructs that are used in the setting of neural 
decompressions, traumatic injuries, osseous de-
fects, and oncologic reconstructions (Figs 3, 4). 
Plates are typically placed in an anterior, antero-
lateral, or lateral position and span two or more 
vertebral levels. They usually have a low-profile 
design to be as flush as possible with the vertebral 
body cortex and to minimize injury or irritation 
to adjacent structures and organs.
Rods
Rods are used in conjunction with anchoring 
pedicle screws to stabilize a fixation construct, 
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correct deformity, and maintain alignment of 
the spine through distraction, such as that used 
in scoliosis correction surgery (Fig 8). Although 
the eponym Harrington rod is frequently used to 
describe posterior spinal fixation rods, it describes 
a specific rod that was designed in the early 1960s 
(34) and used for scoliosis correction surgery until 
the late 1990s. Similarly, the Luque rod was in-
troduced in the early 1980s (35) as an alternative 
tool for posterior fixation and distraction involving 
the use of sublaminar wires to fix rods. However, 
neither the Harrington rod nor the Luque rod is 
used in modern spinal surgeries. Given the wide 
variability of rod designs in modern spinal fixation 
constructs, the use of simple descriptors such as 
“rod” can often prevent inaccuracies.
Growing rods (36) are used for adjustable 
fixation constructs in scoliosis correction surgery 
(Figs 9, 10). In a growing rod construct, one or 
two rods are fixed to the screws or hooks above 
and below the scoliotic curve. The rods include 
mechanisms that enable incremental lengthening 
either by means of minimally invasive surgical 
access or noninvasively by means of transcutane-
ous application of magnetic forces (eg, with an 
external remote controller) (37).
The core component of a growing rod con-
struct is the actuator, which is wider than the 
proximal and distal rod components. The actuator 
houses the internal magnet and distraction mecha-
nism of the rod. Actuators come in different sizes, 
which facilitate the capacity for different postop-
erative distractions. For example, 70- and 90-mm 
actuators can provide a maximum of 28 and 48 
mm of postoperative distraction, respectively.
There are two rod polarities: standard rods 
and offset rods. In the standard rod, the magnet 
is housed within the distal or inferior portion of 
the actuator and lengthening occurs in a cephalic 
direction. In contrast, in the offset rod, the mag-
Figure 7. Drawings depict several surgical approaches for interbody graft placement in the lumbar 
spine. Anterior (ALIF), oblique (OLIF), lateral (XLIF), transforaminal (TLIF), and posterior (PLIF) lumbar in-
terbody fusion access techniques, with different discectomy access sites, are illustrated. Anatomic struc-
tures, including the psoas muscle and abdominal vasculature, guide the surgical approach at various 
lumbar levels. Posterior lumbar interbody fusion access involves bilateral laminotomies, with removal of 
the posterior element. Transforaminal lumbar interbody fusion access involves unilateral laminectomy 
and inferior facetectomy.
Figure 8. Rod disengagement in a 62-year-old 
man who underwent posterior lumbar spinal instru-
mentation extending from the L5 to S1 vertebral 
bodies to address Meyerding grade 1 anterolisthesis. 
Sagittal CT image shows mechanical rod disengage-
ment characterized by angular malalignment and 
superior migration of the rod (arrowhead) relative to 
the connector (**). A small vacuum cleft phenom-
enon (arrow) in the disk space and the lack of os-
seous bridging indicate micromotion and construct 
instability.
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net is housed in the proximal or superior por-
tion of the actuator and lengthening occurs in a 
caudal direction (Figs 9, 10). In a construct with 
two standard rods, the rods can be lengthened si-
multaneously, whereas a construct with standard 
and offset rods enables independent lengthening 
when an external remote controller is used.
bone grafts and Other biologic Materials
Bone grafts are often used posterolaterally in fixa-
tion constructs as biologic adjuncts to promote 
osseous fusion. Bone grafts are autologous when 
they are harvested from the patient and allogenic 
when they are harvested from cadaveric bone. 
Other biologic materials used to promote osse-
ous fusion include demineralized bone matrix and 
bone morphogenetic protein (BMP) (38). On CT 
images, these materials often have the appearance 
of osseous elements at the instrumentation sites.
Interbody Cages
Interbody grafts and cages, which may also be 
referred to as intervertebral spacers, have vary-
ing designs and are commonly used to restore 
disk height after discectomy and promote 
immobilizing osseous bridging across the disk 
space (Fig 3). Solid interbody cages usually 
are hollow and thus can be packed with other 
biologic materials (7,25). Interbody grafts may 
be composed of metallic alloys such as titanium; 
plastics such as polyetheretherketone; carbon 
fibers; and ceramics. Some cages are designed 
to not only restore disk height but also replace 
an entire vertebral body or segment of vertebral 
Figure 10. Scoliosis correction with magnetically controlled 
growing rods in a 7-year-old girl with Marfan syndrome. (a) Sagit-
tal CT image of a unilateral standard growing rod shows the actua-
tor with a lengthening mechanism (white arrow) in the cephalic 
direction, and the rods. The osteolysis (black arrow) around the 
proximal anchoring screws indicates nonsuccessful osseous fixa-
tion. (b) Frontal radiograph of the spine after revision surgery 
shows a construct consisting of a standard rod (black arrow) and 
offset rod (white arrow). This construct allows independent length-
ening in caudal (offset rod) and cephalic (standard rod) directions 
with use of an external remote controller (not shown).
Figure 9.  Photographs show magnetically controlled growing rods. (a) Each rod consists of an actuator component 
(white arrows), which houses the magnet and lengthening mechanism, and rods (black arrows), which the surgeon 
adapts to the kyphotic and lordotic spinal curvature. (b) In a standard rod, lengthening in the actuator occurs in ce-
phalic directions. The actuator consists of a more narrowed sleeve component (black arrow) and a wider magnet com-
ponent (white arrow). The rods can be differentiated as the extendable telescopic rod (black arrowhead) and the static 
rod (white arrowhead). (c) A standard rod (white arrow) and offset rod (black arrow) construct allows independent 
lengthening with use of an external remote controller (not shown).
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bodies in the setting of corpectomy for severe 
traumatic or tumor surgery (Fig 4) (39).
Intervertebral Disk Replacements
Motion-preserving total intervertebral disk 
prostheses are an alternative to immobilizing os-
seous fusion–promoting intervertebral and spinal 
instrumentations (Figs 5, 6). Intervertebral disk 
replacement has the advantage that spinal seg-
mental motion is maintained after the procedure, 
whereas osseous fusion results in loss of segmen-
tal motion and increasing transmission of force to 
the adjacent segments.
Disk replacement prostheses typically consist 
of articulating polyethylene-bearing surfaces and 
two metallic endplate components, with keels and 
porous surfaces used to anchor into the superior 
and inferior host vertebral bodies (40) (Figs 5, 6). 
Figure 11. Two cervical disk prosthesis designs. (a, b) Photographs show an unconstrained design 
consisting of a ball-and-socket articulation (black arrow) and a bone-to-prosthesis interface featuring keels 
(arrowheads) and flat high-porosity surfaces (white arrow). (c, d) Photographs show an unconstrained 
design consisting of a ball-and-socket articulation (arrow) and a bone-to-prosthesis interface featuring 
spikes (arrowheads) and curved high-porosity surfaces. The curved high-porosity surfaces are hidden by 
the semitransparent spine model.
Figure 12. Lumbar disk prosthesis. Photographs show an unconstrained lumbar disk prosthesis 
design that consists of a ball-and-socket articulation (black arrow) and a bone-to-prosthesis inter-
face featuring keels (white arrowheads), spikes (black arrowheads), and flat high-porosity surfaces 
(white arrow in b).
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Intervertebral disk prosthesis systems vary mod-
erately in design, materials, bone-to-prosthesis 
interfaces, and articulation type (Figs 11, 12). A 
constrained-design intervertebral disk prosthesis 
consists of a bearing that contains a stopping 
mechanism within the normal physiologic range 
of motion, whereas an unconstrained-design 
prosthesis does not contain motion-restricting 
mechanisms. Most prostheses are made of alloys 
that contain cobalt and titanium, and polyethyl-
ene components.
A variety of bone-to-prosthesis interface 
structures are available to promote osseous 
integration into the host bone. These structures 
include keels, spikes, wire mesh, high-porosity 
surfaces, fixation screws, and surface coatings 
made of plasma-sprayed titanium, aluminum 
oxide, hydroxyapatite, and calcium phosphate. 
Articulation types can be differentiated into ball-
and-socket articulation, which allows rotation 
around one individual point, and saddle articu-
lation, which allows more than one center of rota-
tion. Intervertebral disk replacements have been 
performed primarily in the cervical and lumbar 
spine and have not had widespread use (41,42).
indications for Postoperative CT
Indications for CT following spinal surgery in-
clude assessment of the type, integrity, and posi-
tion of spinal implants. Other indications include 
delineation of the relationship of the implant(s) 
to the underlying spinal anatomy and abnormali-
ties. Postoperative CT can also be used to assess 
the spinal alignment and effects of decompres-
sion surgery on the spinal canal and neural 
foramina, determine the success of intervertebral 
arthrodesis, and detect and characterize postop-
erative abnormalities (29).
Normal Postoperative CT Findings
In the immediate postoperative period after 
spinal surgery, expected CT findings include 
soft-tissue edema and small amounts of gas and 
fluid along the surgical access site and around 
implants and instrumentation-treated spine seg-
ments. Seromas, another normal postoperative 
finding, are commonly observed simple collec-
tions in the surgical bed. When these collections 
are superficially located, they often are self-limit-
ing and resorb over time (43).
Recombinant human BMP-2 at bone graft and 
interbody graft sites often incites an initial acute 
inflammatory response, which may result in focal 
osteolysis, limited endplate resorption at the graft 
site, and surrounding soft-tissue swelling (43,44).
Transpedicular screws should traverse the cen-
tral portion of the pedicle and enter the vertebral 
body parallel to the endplate without breaching 
the vertebral body cortex or having contact with 
neural elements and vascular structures. As an 
exception, sacral fixation screws may penetrate 
the anterior cortex for a short distance (15).
In cervical spinal instrumentation constructs, 
transpedicular C2 and C7 screws should have a 
horizontal orientation, extending anteriorly and 
slightly medially without breaching the pedicle 
cortex (4). Lateral mass screws in the C3–C7 ver-
tebral bodies should have a superior and slightly 
lateral orientation (31). After ACDF, the anterior 
cervical plate should have a lordotic contour 
and be flush against the vertebral bodies. There 
should be a distance of at least 5 mm between the 
superior and inferior margins of the plate and the 
adjacent endplates to prevent periplate ossifica-
tion (45). The screws should be fastened such 
that their heads are level with the plate.
In the setting of posterior spinal instrumenta-
tion constructs with screws and rods, the junc-
tion of the screw and rod should be carefully 
evaluated to ensure that the connector cap is 
completely fastened to the connector socket and 
the rod is engaged and aligned correctly. Angular 
malalignment of the rod in the connector can be 
a sign of construct instability (Fig 8).
An interbody graft is accurately positioned 
when the distance between the radiopaque 
marker of the posterior graft margin and the pos-
terior vertebral body margin is 2 mm or greater 
(9,10,15) (Fig 13). When the interbody graft is 
placed closer than 2 mm to the posterior margin 
of the endplate, there is an increased risk of pos-
terior migration into the spinal canal, with mass 
effect on the ventral thecal sac. Interbody grafts, 
especially stand-alone cages, may subside into the 
adjacent vertebral body for 3 mm or less before 
osseous fusion occurs (10).
Depending on the length of time since surgery, 
various degrees of osseous bridging across bone 
graft placement sites occur. At 6 months following 
discectomy with interbody graft placement, tra-
becular osseous bridging should be visible on CT 
images, either around or through the interbody 
graft (43) (Fig 3). Similarly, after posterolateral 
bone graft placement with pedicle screw and rod 
fixation, bridging bone should be visible between 
the transverse processes and facet joints (15,29). 
One year after surgery, mature trabeculation and 
solid cortical bridging should be present across the 
disk spaces (Fig 14) and posterolateral bone graft 
placement sites (Fig 4) (29,46).
On follow-up CT scans, asymptomatic granula-
tion or scar tissue along the surgical tract and peri-
dural spaces is part of the normal healing process 
(30,46). Epidural fibrosis typically has attenuation 
values that range from 50 to 75 HU and may 
partially resolve over time (46). Paraspinal muscle 
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atrophy with fat replacement is a common finding 
following posterior surgical procedures (43).
CT Appearances of Postoperative 
Spinal Complications
Implant Placement
The position of the implant is important infor-
mation gleaned from postoperative spinal CT. 
Any deviation from the expected position should 
be described (Fig 15). However, the clinical im-
portance of variant implant positioning is usually 
unknown. Screws may breach the osseous cortex 
and even come in contact with the thecal sac, 
neural elements, or paraspinal structures, causing 
symptoms or adverse clinical outcomes. Although 
pedicle screw breaches have been reported in up 
to 5.1% of cases, neurologic symptoms occur 
with a frequency of less than 0.2% (42). The 
most common cases of variant implant position-
ing are those involving misplaced pedicle screws.
Therefore, in the absence of visible injury to an 
adjacent structure or organ, we recommend using 
neutral descriptors to characterize implant posi-
tioning. This includes avoiding the use of words 
that denote blame or assign fault, such as bad, 
Figure 14. CT findings in a 29-year-old man with a history of L5–S1 spondylolysis and Mey-
erding grade I spondylolisthesis, who underwent lumbar spinal instrumentation of the L5–S1 
motion segments, including discectomy with interbody graft placement and anterior plate and 
screw fixation. (a) Sagittal CT image obtained 39 weeks after surgery shows an irregular area 
of lucency (arrow) along the superior endplate-graft junction space, representing incomplete 
osseous integration and incomplete arthrodesis. (b) Sagittal CT image obtained 2 years after 
surgery shows complete osseous integration (arrow) along the endplate-graft interface and 
successful arthrodesis.
Figure  13.  Posterior interbody 
graft migration in a 69-year-old 
man who underwent posterior 
lumbar spinal instrumentation ex-
tending from the L3 to L5 vertebral 
bodies and including L3-L4 discec-
tomy and interbody graft place-
ment, posterior midline decom-
pression, and pedicle screw and 
rod fixation (not shown). (a) Sagit-
tal CT image obtained immediately 
following surgery shows successful 
placement of the L3-L4 interbody 
graft between the endplates, with 
a 2-mm distance between the pos-
terior graft margin and posterior 
vertebral body margin (arrow). 
(b) Sagittal CT image obtained 
6 weeks after surgery shows pos-
terior migration of the interbody 
graft (arrow) into the central spinal 
canal, with mass effect on the ven-
tral thecal sac.
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malpositioned, and misdirected. For example, a de-
scription of a variant implant position could read 
as follows: “The left L1 pedicle screw tip abuts the 
posterior margin of the inferior vena cava, with 
preservation of adjacent fat planes.” This example 
accurately describes the hardware position, effect 
of the screw tip on the vena cava, and relevant ad-
ditional findings such as preservation of adjacent 
fat planes, which implies that there is no radiologic 
evidence of injury. On this same token, findings of 
direct (eg, organ or vessel laceration) or indirect 
(fat stranding) injury to adjacent structures must 
be described and relayed in an emergent radiolo-
gist-to-surgeon communication.
Medial angulation of pedicle screws, with 
breach of the medial cortex, may result in nerve 
root contact and irritation, the most common 
pedicle screw–related complication (6,15). In 
posterior cervical spine instrumentation, lateral 
angulation of the screw may breach the foramen 
transversarium and damage the vertebral artery 
(15). In posterior instrumentation of the thoracic 
and lumbar spine, the screw can traverse the 
anterior cortex and come in contact with retro-
peritoneal structures, leading to an immediate 
or delayed injury (Fig 16). Similarly, interbody 
cement grafts may extend beyond the vertebral 
body margin to adjacent structures (Fig 17).
The position of the interbody grafts and ver-
tebral body plates may predict the development 
of future complications. Interbody grafts that 
are placed too close to the endplate margin may 
result in subsequent migration (15) (Figs 13, 18). 
A lateralized position of an interbody graft results 
in abnormal axial loading and abnormal spinal 
alignment (15). Placing an anterior plate within 
5 mm of the adjacent endplate predisposes the 
patient to osteophyte formation (45).
Peri-implant Osteolysis
Evaluation for possible spinal implant loosening is 
performed according to principles that are similar 
to those for evaluating structures in other parts 
of the skeleton, such as the hip and knee follow-
ing arthroplasty (47,48). Peri-implant osteolysis 
of the spine may be secondary to micromotion, 
infection, or a foreign body reaction to polyethyl-
ene and metal products (4,49) (Figs 19–21). In 
addition, the breakdown products of the BMP-2 
that is used in conjunction with interbody grafts 
can cause temporary endplate osteolysis (50). Cir-
cumferential peri-implant osteolysis around spinal 
Figure 15.  Variant screw placement. (a) Axial CT image at the L5 vertebral body level in a 
71-year-old man who underwent lumbar spinal instrumentation of the L3–S1 motion seg-
ments, including midline decompression and posterior instrumentation with pedicle screws 
and vertical rods, shows a right pedicle screw (arrow) traversing the right lateral recess of the 
spinal canal. (b) Axial CT image at the T1 vertebral body level in a 60-year-old woman who 
underwent thoracic spinal instrumentation of the T1–T6 motion segments, including midline 
decompression and posterior instrumentation with pedicle screws and vertical rods, shows a 
left pedicle screw traversing the left articular process (arrow) lateral to the left pedicle.
Figure 16.  Variant placement of a thoracic ped-
icle screw in a 52-year-old man who underwent 
posterior spinal instrumentation extending from 
the occiput to the T8 vertebral body after resec-
tion of a cervical mass. Axial CT image shows the 
left T7 pedicle screw tip (arrow) reaching beyond 
the anterolateral vertebral body cortex to indent 
into the descending thoracic aorta (*). Subse-
quently, a covered endovascular mesh stent graft 
was placed to minimize the risk of aortic injury.
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Figure 17. Periprosthetic os-
teolysis and graft migration in a 
47-year-old man who underwent 
posterior lumbar spinal instru-
mentation extending from the L4 
to S1 vertebral bodies, with in-
terbody cement graft placement, 
posterior midline decompression, 
and pedicle screw and rod fixa-
tion. Axial (a) and sagittal (b) CT 
images show anterior extension 
of the interbody cement graft (ar-
row), which is in contact with the 
right common iliac vein (* in a), as 
well as osteolysis along the graft-
endplate interfaces (arrowheads), 
with subsidence.
Figure 18. Interbody graft mi-
gration in a 52-year-old man who 
underwent posterior lumbar spinal 
instrumentation from the L4 to S1 
vertebral bodies, including discec-
tomy and interbody graft place-
ment. Axial (a) and sagittal (b) CT 
images show anterior displacement 
of the L4-L5 interbody graft (ar-
row), which lies immediately infe-
rior to the aortic bifurcation and 
comes in contact with the proximal 
right and left common iliac arteries.
Figure 19.  CT findings in a 70-year-old man who con-
tinued to have back pain after lumbar spinal instrumen-
tation extending from the L1 to S1 motion segments, 
including posterior midline decompression, L2-L3 and 
L3-L4 discectomies with interbody graft placements, and 
pedicle screw and rod fixation 8 years earlier. Sagittal (a) 
and coronal (b) CT images show osteolysis around the 
L1 and S1 pedicle screws (arrowheads) and L1-L2, L4-
L5, and L5-S1 vacuum cleft phenomena (white arrows), 
suggesting micromotion as an explanation for unsuccess-
ful arthrodesis. The L2-L3 and L3-L4 arthrodeses (black 
arrows) were successful, as indicated by the solid osse-
ous bridging across the disk spaces. Adjacent segment 
disease with severe disk degeneration (* in a) also is seen.
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implants larger than 2 mm suggests implant loos-
ening (51). However, to diagnose implant loosen-
ing with certainty, a change in the position of the 
implant must be demonstrated at serial imaging. 
Sclerosis around a screw is highly suggestive of 
an adaptive response to prior hardware loosening. 
Implant migration may result in a change in spi-
nal alignment, such as increasing anterolisthesis in 
the setting of a loose pedicle screw (Fig 22).
Because infection can manifest with peri-
implant osteolysis, it is important to distinguish 
infection from mechanical loosening; however, this 
can be challenging. The pattern of peri-implant 
osteolysis can help differentiate an infectious cause 
from a mechanical loosening–related cause. With 
mechanical loosening of a screw, the osteolysis 
may be more prominent along the distal tip owing 
to a pivot point around which the screw moves, 
whereas infectious osteolysis is often more diffuse 
(Fig 23). However, because the CT appearances of 
mechanical loosening–related osteolyses and those 
of infection-related osteolyses overlap, correlation 
of the CT appearance with the clinical presenta-
tion, laboratory values, prior imaging study find-
ings, and/or radionuclide imaging findings is often 
part of the workup (29,45). The inflammatory 
effects of using recombinant human BMP-2 can 
result in inflammatory stranding of soft tissues and 
abnormal enhancement and thus mimic infection 
on CT images of the postoperative spine (29).
Loosening and motion of spinal implants are 
important contributors to unsuccessful interver-
tebral arthrodesis, pseudoarthrosis, and non-
union, which are visible on CT images owing to 
the lack of mature osseous bridging 1 year after 
surgery. Pseudoarthrosis may cause pain and 
increased implant stress that ultimately leads to 
implant failure (52). Radiographically, a greater 
than 2-mm change in the interspinous distance 
and a 2° or greater change in Cobb angle mea-
surements are functionally diagnostic of pseudo-
arthrosis (52). At CT, pseudoarthrosis manifests 
as a lucent line through the intervertebral bone 
graft material or along the graft postpone inter-
face, with or without adjacent sclerosis (Figs 14, 
24, 25). Following interbody graft placement, 
subcortical cysts, vacuum cleft phenomena (Figs 
14, 24), and lack of mature trabeculations across 
the disk space 24 months following surgery are 
additional signs that suggest micromotion and 
Figure 20. Periprosthetic osteolysis and implant migration in a 66-year-old man who un-
derwent posterior spinal instrumentation extending from the C2 to T2 vertebral bodies, with 
midline decompression and rod and pedicle screw fixation. (a) Sagittal CT image shows 
osteolysis (arrow) around the right C2 screw, which suggests impaired osseous fixation. 
(b) Sagittal CT image obtained at 16-month follow-up shows progressive osteolysis (arrow) 
and angular migration of the right C2 screw, with extension into the right C1-C2 facet joint 
(arrowhead).
Figure 21. Variant screw placement in a 
71-year-old man who underwent poste-
rior cervicothoracic spinal instrumentation 
starting at the C3 vertebral body. Sagittal 
CT image shows a lack of osseous purchase 
(arrow) of the right C3 lateral mass screw, 
with the tip reaching the right C2-C3 facet 
joint, and retraction of the instrumentation 
construct (arrowhead).
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Figure 22. Periprosthetic oste-
olysis and implant migration in a 
33-year-old woman who under-
went posterior cervical spinal in-
strumentation from the C3 to C7 
vertebral bodies, including midline 
decompression and screw and 
rod fixation. (a) Sagittal CT image 
shows osteolysis (arrow) around 
the left lateral mass screw of the 
C3 vertebral body, with screw 
retraction (arrowhead) and sug-
gested impaired osseous fixation. 
(b) Sagittal CT image obtained 
at 3-month follow-up shows pro-
gression of the osteolysis (arrow), 
increasing screw retraction, and 
slightly increasing C3-C4 anterolis-
thesis (arrowhead).
Figure  23.  Periprosthetic oste-
olysis and implant displacement 
in a 31-year-old man who un-
derwent anterior cervical spinal 
instrumentation, including C6-C7 
discectomy with anterior plate 
and screw fixation, C5–T1 mid-
line decompression, and posterior 
screw and rod fixation. (a) Axial 
CT image shows geographic os-
teolysis around the anterior right 
C6 vertebral screw (arrow) due to 
infection. (b) Oblique volume-ren-
dered image shows displacement 
of the left C6 screw (arrowhead) 
into the prevertebral soft tissue.
Figure 24. Intervertebral pseudoarthrosis. Sag-
ittal CT image shows so-called “locked” pseudo-
arthrosis, which is characterized by attempted 
but incomplete osseous bridging through the 
interbody graft (arrowheads), where a nonossi-
fied layer remains between the opposing ossified 
columns (*). The presence of a vacuum cleft phe-
nomenon (arrow) at the nonossified layer and 
graft-endplate interface suggests motion and 
segmental microinstability.
Figure 25.  Intervertebral pseudoarthrosis. Sag-
ittal CT image shows locked pseudoarthrosis, 
which is characterized by attempted but incom-
plete osseous bridging through the interbody 
graft (arrowheads), where a nonossified layer 
(arrow) remains between the opposing ossi-
fied columns (*). The absence of a vacuum cleft 
phenomenon at the nonossified layer and graft-
endplate interface suggests segmental stability.
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pseudoarthrosis. Interbody graft migration, sub-
sidence, resorption, and fracture after interbody 
graft placement also may suggest micromotion 
and pseudoarthrosis (Figs 24, 25) (29,51). In ad-
dition, failed coalition of osseous fragments and 
absence of bridging bone at posterolateral bone 
graft placement sites and in posterior elements 
24 months after spinal instrumentation suggest 
nonunion (29).
Implant Failure
Implants can fail owing to a number of mecha-
nisms. The implant itself can become fractured 
as a result of fatigue caused by repetitive stress 
(Fig 26) (10). Three-dimensional postprocess-
ing can help to detect minimally displaced 
implant fractures. Fractured implants may result 
in micromotion and segmental microinstability, 
which interfere with the progression of osseous 
fusion (Fig 27). Although the implant may be 
intact, there can be mechanical disengagement of 
screws, bolts, and/or rods, such as those used in 
posterior fixations (Fig 8). In extreme cases, there 
can be loosening of a cap with a completely un-
secured rod (Fig 28). In plate and screw fixation 
constructs, screws should engage with the plate 
to ensure compression. However, when there are 
multiple screws, a single failing screw may not 
interfere with the stability of the construct, and 
osseous fusion still may occur (Fig 29).
Figure 26.  Screw fractures in 
two patients. (a) Sagittal CT 
image in a 66-year-old woman 
shows a fracture (arrow) of a left 
T2 screw shaft in the pedicle, 
with minimal displacement. 
(b, c) Sagittal (b) and oblique 
volume-rendered (c) CT im-
ages in a 78-year-old man show 
a neck fracture (arrow) of a left 
S1 screw. Screw fractures may 
be better depicted on volume-
rendered CT images.
Figure 27. Rod frac-
ture in a 69-year-old 
woman who underwent 
posterior lumbar spinal 
instrumentation extend-
ing from the T8 to S2 
motion segments, with 
disengaged hooks at the 
T8-T9 level (white ar-
rows), a fractured rod 
at the S1 level (black ar-
row), osteolysis around 
the S1 screw, and a 
vacuum cleft phenom-
enon (arrowhead) of the 
L5–S1 disk space, indi-
cating micromotion and 
segmental instability.
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Migration and subsidence of failing implants 
can cause spinal canal and neuroforaminal nar-
rowing, pseudoarthrosis, instability, and adjacent 
segment degeneration. A small degree of sub-
sidence of interbody grafts and cages into the 
adjacent endplate is expected. However, subsid-
ence exceeding 3 mm in depth can narrow the 
disk space and neural foramen enough to cause 
radicular pain (Fig 30) (15,52). Given the cur-
rent use of titanium and polyetheretherketone 
implants, streak artifacts no longer significantly 
limit the detection of subsidence (29).
Fractures around Implants and Prostheses
Owing to weakened bone strength secondary to 
osteolysis, prior bone resection, and/or increased 
biomechanical loading through a fixation con-
struct, osseous fractures can occur around any 
spinal implant or prosthesis that is embedded 
in bone (Figs 31, 32). Fracture descriptors that 
are helpful to the surgeon include orientation of 
the fracture line, degree of comminution, exten-
sion of the fracture line to articular surfaces and 
foramina, abnormal alignment, and additional 
abnormalities in the spine.
Adjacent Segment Disease
Adjacent segment disease is the development 
or progression of motion segment degeneration 
directly above and below a spinal instrumenta-
tion construct (10). In adjacent segment disease, 
the degeneration is accelerated secondarily to 
the summation of forces and resultant increased 
transmission of the biomechanical load from the 
instrumentation-managed and immobilized spinal 
Figure 28. Rod disengagement in a 77-year-old 
woman who underwent posterior lumbar spinal 
instrumentation extending from the L3 to S1 
vertebral bodies. Axial CT image shows rod dis-
engagement of the left S1 pedicle screw (white 
arrowhead) due to displacement of the locking 
head screw (*) from the connector socket (black 
arrowhead).
Figure  29.  Sagittal CT image obtained after 
cervical discectomy with interbody graft place-
ment and anterior plate and screw fixation of the 
C3–C5 motion segments shows an incompletely 
engaged screw (arrow) at the C5 level and a suc-
cessfully engaged screw (arrowhead) superiorly. 
There is successful intervertebral arthrodesis, 
as indicated by the complete osseous bridging 
across the disk spaces.
Figure  30.  CT findings in a 71-year-old man 
who presented with persistent low back pain 
after undergoing lumbar spinal instrumentation 
of the L4-L5 motion segment, including discec-
tomy with interbody graft placement and pos-
terior plate and screw fixation, approximately 6 
months ago. Coronal CT image shows a vacuum 
cleft phenomenon (arrow) of the L4-L5 inter-
space, as well as greater than 3-mm abnormal 
graft migration into the endplate with surround-
ing osteolysis (arrowheads), indicating micromo-
tion and a lack of osseous integration.
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segments. These segments act as a lever arm and 
exert torque forces at the levels of the adjacent 
native motion segments above and below the 
instrumentation construct. CT findings include 
disk degeneration and facet joint arthrosis, which 
may progress to spinal stenosis. Adjacent segment 
disease is more common in the lumbar spine and 
at the levels above the instrumentation-managed 
segment (Fig 19) (10,15).
Collections and Fistulas
After spinal surgery, postoperative collections 
are common and include seroma, hematoma, 
abscess, and pseudomeningocele, which may be 
symptomatic or incidental findings (25). Ac-
curate differentiation of the various collection 
types is important for implementing the most 
appropriate management.
A postoperative hematoma is a focal collection 
of blood products, which may be located within 
or around the spinal canal or implant, and/or 
along the surgical access. Hematomas commonly 
develop in the subcutaneous tissue, and typically 
no intervention is required in such cases. The ma-
jority of postoperative hematomas develop within 
hours to days after surgery. The symptoms that 
result from postoperative hemorrhage are based 
on the location of the collection.
Figure  31.  Periprosthetic bone 
fracture in a 77-year-old woman 
who underwent posterior lumbar 
spinal instrumentation extending 
from the L3 to S1 vertebral bodies. 
(a) Sagittal CT image obtained 1 
day after the instrumentation sur-
gery shows baseline alignment, 
with an intact S1 vertebral body 
(arrow). (b) Sagittal CT image ob-
tained 1 month after the surgery 
shows a new fracture (arrow) of 
the adjacent S1 segment, with an-
terior displacement.
Figure 32.  Periprosthetic fracture 
in a 73-year-old woman who un-
derwent posterior lumbar spinal 
instrumentation from the L4 to S1 
vertebral bodies, including midline 
decompression and pedicle screw 
and rod fixation. Sagittal (a) and 
coronal (b) CT images show frac-
tures (arrows) of the right and left 
articular processes of the adjacent 
L3 vertebral body.
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Epidural and subdural spinal hematomas can 
exert mass effect on neural elements and may 
cause pain and neurologic deficits. However, 
the incidence of symptomatic epidural hemato-
mas is commonly overestimated, with the actual 
incidence ranging between 0.1% and 1.0% (53). 
Non–contrast material–enhanced CT depicts a 
clotted hematoma as a high-attenuation extradural 
collection with a biconvex shape (54). The high-
attenuation collection is distinct from the adjacent 
low-attenuation epidural fat and spinal cord (54). 
Epidural hematomas often occur dorsolateral to 
the spinal cord. Subdural hemorrhages are un-
common, with only a few cases reported.
A postoperative seroma (Fig 33) is a collection 
of clear serous fluid that contains blood plasma or 
inflammatory fluid from severed small blood ves-
sels or soft tissues, respectively (55). The collection 
can be located in the subcutaneous or paraspinal 
tissues. The use of BMP has been associated with 
an increased risk of postoperative seroma (56). 
Treatments include the use of a compression ban-
dage for smaller seromas and percutaneous or sur-
gical drainage for large, symptomatic, and infected 
seromas (25). CT attenuation measurements may 
be used to differentiate seromas from hematomas. 
However, MRI is more accurate in areas without 
impeding metal artifacts (51).
Pseudomeningoceles and Dural Leakage
A pseudomeningocele (Fig 34) is an abnormal 
collection of cerebrospinal fluid in paraspinal 
regions that communicate with the cerebrospi-
nal fluid space around the spinal cord through a 
meningeal defect. Pseudomeningoceles occur in 
fewer than 2% of patients following laminectomy 
or discectomy (57). Pseudomeningoceles can be 
symptomatic owing to mass effect and accompa-
nied by intracranial hypotension and meningitis 
related to cerebrospinal fluid hypovolemia. The 
border of a pseudomeningocele, unlike that of 
a true meningocele, consists of reactive fibrous 
tissue (Fig 34) (25). Pseudomeningoceles can 
extend from the spinal canal through a posterior 
defect at the site of resected posterior elements. 
On CT images, a pseudomeningocele typically 
appears as a hypoattenuating collection that 
extends to the dura, with minimal peripheral 
enhancement. At laminotomy and laminectomy 
sites, the dural sac may protrude posteriorly and 
should not be mistaken for a pseudomeningocele 
(15). CT myelography can be helpful for differ-
entiating a communicating pseudomeningocele 
from a seroma and visualizing dural leaks (58). 
The CT-guided injection of iodine-based con-
trast material into the subarachnoid space can be 
helpful for visualizing a defect, as indicated by 
Figure  34.  Postoperative collection in a 70-year-old 
man who underwent posterior lumbar spinal instrumen-
tation extending from the L4 to S1 vertebral bodies, in-
cluding midline decompression, interbody graft place-
ments, and posterior pedicle screw and rod fixation. 
Axial CT image obtained at the L4-L5 level shows a large 
hypoattenuating collection (white arrow) in the area of 
the midline decompression and surgical access, without 
separation from the thecal sac. The border of the col-
lection consists of reactive fibrous tissue (black arrow), 
which is suggestive of a pseudomeningocele. Head MRI 
(not shown) demonstrated signs of intracranial hypo-
tension, and lumbar spine MRI (not shown) depicted a 
small dural defect with cerebrospinal fluid leakage at the 
L4-L5 level, confirming a pseudomeningocele.
Figure  33.  Postoperative collec-
tions in a 68-year-old woman who 
underwent posterior spinal instru-
mentation from the T4 to S1 ver-
tebral bodies, including midline de-
compression of the L2–L4 vertebral 
bodies. Sagittal (a) and axial (b) CT 
images of the lumbar spine at the 
L3-L4 level show a low-attenuation 
collection (arrows), representing a 
postsurgical seroma, in the poste-
rior decompression bed.
RG  •  Volume 39  Number 6  Ghodasara et al  1859
iodine-based contrast material traversing into a 
pseudomeningocele.
Surgical Site Infection and Abscess
Surgical site infection is an important complica-
tion that occurs most commonly during the 1st 
month following spinal surgery. Causes of these 
infections include direct contamination during 
surgery, hematogenous seeding, and implant-as-
sociated infection (59). Patient-related risk factors 
include diabetes mellitus, smoking, renal failure, 
malnutrition, immunosuppression, obesity, and 
older age (60). Surgery-related risk factors include 
lengthy surgery, prolonged retraction, implant 
placement, and bone graft placement (59). The 
most common infecting organisms are Staphylococ-
cus aureus and gram-negative bacteria (59).
Although MRI is more accurate than CT 
for evaluation of postoperative fluid collections, 
contrast-enhanced CT can be used to detect rim-
enhancing abscesses within the surgical bed and 
paraspinal musculature (Figs 35, 36). Additional 
findings include paraspinal edema and phlegmon, 
muscular enhancement, vertebral body destruction, 
and gas formation in the soft tissue and bone (25).
Conclusion
CT is an important modality for evaluating the 
success of spinal instrumentation surgery and de-
tecting postoperative complications. The use of op-
timized CT protocols and advanced metal artifact 
reduction techniques can facilitate substantially 
reduced artifacts and improved image quality. 
CT is accurate for determining the location and 
integrity of implants and identifying peri-implant 
osteolysis, fractures, and adjacent segment disease. 
CT can depict collections and often can be used 
to diagnose abscesses. However, myelography and 
MRI are often needed to fully characterize and 
diagnose fistulas, pseudomeningoceles, and surgi-
cal site infections. Familiarity with spinal implants, 
spinal surgical techniques, normal postoperative 
spine appearances, and various related complica-
tions will aid in accurately interpreting postopera-
tive CT findings and guiding medical, surgical, 
and interventional management.
Figure 36.  CT findings in a 33-year-old man who underwent posterior cervical instrumentation extend-
ing from the C4 to C7 vertebral bodies. Axial (a) and coronal (b) CT images obtained after the intrave-
nous administration of iodine-based contrast material, with iterative metal artifact reduction postprocess-
ing, show a rim-enhancing collection (arrow) cranial to the right rod, representing a soft-tissue abscess.
Figure  35.  Paraspinal abscesses in a 31-year-old man 
who underwent posterior cervicothoracic instrumentation 
extending from the C5 to T1 vertebral bodies. Axial CT im-
age obtained after the intravenous administration of iodine-
based contrast material shows a rim-enhancing collection 
(arrows), representing a soft-tissue abscess, posterior to the 
spinous processes, with adjacent fat stranding.
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